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NIST traceable Certificate of Calibration

Q-tag AG certifies herewith that the subsequently isted unit has been positively tested
regarding the Fridge-tag 2L standard specifications extended by the customer specific
settings as listed below. The end test was fulfiled by all delivered units in accordance
with the ISO 9001 Quality Management System of the company Q-tag AG / Berlinger &
Co.AG

[Product Description [Fridge-tag® 2L
[Serial No [130500013475
[Article No_, Configuration [225-1525-002.0F, CID 64

[Betfinger Commission no_(BEGA-No ) [E0766A
[Cot number [TVACG
[Calibration valid unti 12509 2020
[Date of Calibration 12609 2018
alidation reference 3211024
[Calibration instruction 3213004

The accuracy of the listed device has been verified in a temperature calibration bath at
three temperatures as listed below. The temperature is controlled by NIST-calibrated
reference measurement instrument (see attached certficate at reverse side). The
following differences has been recorded amongst tested unit by reading the device'
display:

Temp. 1 cro5°c) | Temp. 2 oc) | Temp. 3 soc)

NIST-calibrated reference
thermometer (measurement 185 50 250
uncerainty 0.02°C)

Device under test 184 48 247
Difference
(between DUT and caibrated o1 03
reference thermometer)

Test passed
(Diference < +-05°C) Yes

Date fested by’
26092018 |Rita Walliser

Date Verified by:
26092018 |Laureta Krasniai

GTAGAG ‘Status: 05.00.2015 1 Ao N Kappel
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o S6T88.
Sl Number | 975784

PO Number: | SISI6TT
Descriptan: | Platinum Resisance Thermoncier

il Proedine Nambers: | SOPCIGS ev D, SOPGA67 Rev D, SOPCIGS Rev D

Clbron Vithod: | Comparisos (o SPRT Callrain Range] -A96°C 1o 420°C

“Customer | Fluke Calibr Callbrtion Date ISOT2018
799 E. sl Vally Drive - Found Condilon NEW

American Fork, UT 84003 ‘s Condition| CALIBRATED.
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